002: 13 May 2016 13:24 CEST, Untreated

Tachy Therapy Settings

- Therapy: ON
- Conditional Shock Zone: 220 min⁻¹
- Shock Zone: 200 min⁻¹

Additional Device Settings

- Post Shock Pacing: ON
- Gain Setting: 1X
- Sensing Configuration: Secondary

S-ECG displayed at 25 mm/sec 2.5 mm/mV

1. 0.0 sec
2. 6.0 sec
3. 12.0 sec
4. 18.0 sec
5. 24.0 sec
6. 30.0 sec

Legend:

S = Sense
P = Pace
N = Noise
T = Tachy Detection
C = Charge Start
E = Charge End
☆ = Discard
♥ = Event End

A209 Firmware Version: 3.1.529
©2016 Boston Scientific Corporation or its affiliates. All rights reserved.