<table>
<thead>
<tr>
<th>Therapy:</th>
<th>Results:</th>
<th>Alerts:</th>
</tr>
</thead>
<tbody>
<tr>
<td>ATP x 3</td>
<td>Below Rate Detection (CL 380 ms)</td>
<td>Duration &gt;1 minute, SVT discriminators disagree</td>
</tr>
</tbody>
</table>

### ATP Therapy Details: VT

- **Successful BCL**: 292 ms
- **Burst 1**: 308, 308, 308, 308, 308, 308, 308 ms
- **Burst 3**: 292, 292, 292, 292, 292, 292, 292, 292, 292 ms

### Initial Diagnosis: SVT

- **CL 375 ms/160 bpm Zone**: VT
- **VT Diagnosis Criteria**: 2 of 3
- **Morphology**: On, \( \geq 60\% \) is a match, \( \geq 5 \) of 8 matches indicate SVT
- **Programmed**: Template Updated: 4 Feb 2007 08:53
- **Measured**: Min Match Score: 100%, Max Non-Match Score: N/A, No. Template Matches: 8 of 8 (SVT Indicated)
- **Interval Stability**: On, \( \geq 40 \) ms indicates SVT (SIH Passive, \( \geq 2 \) intervals indicates SVT)
- **Programmed**: Stability Delta: 15 ms (VT Indicated)
- **Measured**: Stability Delta: 16 (Passive: VT Indicated)
- **Sudden Onset**: Programmed: On, <20 % indicates SVT
- **Measured Max Delta**: 2 % (SVT Indicated)

### Diagnosis: VT

- **Time to Diagnosis**: 153.75 sec
- **CL**: 365 ms/164 bpm
- **VT Diagnosis Criteria**: 2 of 3
- **Morphology**: On, \( \geq 60\% \) is a match, \( \geq 5 \) of 8 matches indicate SVT
- **Programmed**: Template Updated: 4 Feb 2007 08:53
- **Measured**: Min Match Score: 100%, Max Non-Match Score: N/A, No. Template Matches: 8 of 8 (SVT Indicated)
- **Interval Stability**: On, \( \geq 40 \) ms indicates SVT (SIH Passive, \( \geq 2 \) intervals indicates SVT)
- **Programmed**: Stability Delta: 15 ms (VT Indicated)
- **Measured**: Stability Delta: 4 (Passive: VT Indicated)
- **Sudden Onset**: Programmed: On, <20 % indicates SVT
- **Measured Max Delta**: 20 % (VT Indicated)

### SVT Criteria Statistics

- **Number of SVT Diagnoses during this Episode**: 53
- **Measured SVT Discriminator values for Episode**:
  - Min Match Score: 75%
  - Max Non-Match Score: N/A
  - Min / Max Stability Delta: 5 ms / 25 ms
  - Min / Max SIH Count: 0 / 16
  - Max Onset Delta: 20 %